Dependence of absorbed dose along the radiation beam axis on depth and on radiation field for photons produced in linac Saturne II plus.
The paper discusses the dependence of percentage depth dose and tissue phantom ratio on depth and on radiation field size for photons produced in a linac Saturne II plus. The results expressed by the simple formulas have been presented in tables and on graphs.